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Abstract: Sperm selection is a clinical need for guided fertilization in men with low-quality semen.
In this regard, microfluidics can provide an enabling platform for the precise manipulation and
separation of high-quality sperm cells through applying various stimuli, including chemical agents,
mechanical forces, and thermal gradients. In addition, microfluidic platforms can help to guide
sperms and oocytes for controlled in vitro fertilization or sperm sorting using both passive and
active methods. Herein, we present a detailed review of the use of various microfluidic methods for
sorting and categorizing sperms for different applications. The advantages and disadvantages of
each method are further discussed and future perspectives in the field are given.
Keywords: microfluidics; lab-on-a-chip; sperm sorting; fertility
1. Introduction
Microfluidics and lab-on-a-chip devices play important roles in biology and medicine.
Owing to their micron-sized features, such devices are not only capable of processing sam-
ples at low volumes (mL to nL) [1] but also allow for the possibility of sample manipulation
in the microchannels. Microfluidic platforms enable various tests in a fast and low-cost
fashion, using miniaturized or portable devices. This is of great importance for applications,
such as single-cell analysis, drug encapsulation, drug and toxicity testing, separation and
detection of biomarkers, and cell sorting [2–6]. The latter has attracted more attention
recently due to the microfluidic systems’ high precision and ease of performing steps,
such as culturing, mixing, labeling, attachment to nano- and micro-particles, immune- or
aptamer-based capturing, and separation of cells and stem cells. In addition, microfluidic
systems can also provide platforms for studying the effects of chemical, physical, and
mechanical stimuli on the cells, as well as advanced omics and metabolite analysis [5,7–10].
Infertility is a major healthcare problem, which affects 8–12% of couples worldwide.
An important issue during conception is the selection of the best gametes. Scientists have
been trying for years to enhance the chance of conception using various approaches [11,12].
Sperm, known as the male gamete and produced through gametogenesis in mammalians,
plays a vital role in transferring the genetic materials of the father to the offspring. Following
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fertilization, the proteome of an oocyte cytoplasm is reprogrammed to start cell division
and embryogenesis [13–15]. The generation of the mammalian gametes, which are derived
from a founder population of primordial germ cells (PGCs), is determined early during the
embryogenesis before they start their unique development process [16–18].
In vivo, the mammalian spermatozoa undergo an intense process during their migra-
tion through the female reproductive tract [19]. The passage of sperm through this tract
is therefore regulated to ensure only sperms with normal morphology and vital motility
will succeed [20,21]. The obstacles in the way of sperms before fertilizing an oocyte are
the dynamics of sperm transport, entry, and distribution in the vagina, cervix, uterus,
uterotubal junction, sperm storage reservoirs [20], cumulus cells [22–24], and zona pellu-
cida [25,26]. Successful fertilization, however, requires high-quality sperm to survive this
process [27]. This is defined by a number of factors, including the proportion of viable
and motile sperms and their swimming speed, the number of structurally normal and
acrosome-intact sperms, the sperms’ capacitation ability, and the morphology and relative
dimensions of their different components. Discussing these values, however, is out of
the scope of this article but could be found in fertility guidelines [28,29]. In this regard,
the evaluation and sorting of sperms are essential to the success of assisted reproductive
technology (ART) [30,31]. In other words, it is of utmost importance to perform efficient
sorting to achieve a sufficient population of morphologically normal and motile sperms
with uncompromised DNA integrity and acrosome state [32–34].
To mimic the natural sperm selection strategies in ART and to improve its quantity
and quality, several advanced methods are developed [12]. These methods are mainly used
for sperm selection prior to intra-cytoplasmic spermatozoa injection (ICSI), which was con-
ventionally performed by a clinical embryologist. Some examples of these methods include
surface charge selection, hyaluronic acid binding, sperm apoptosis assay, sperm birefrin-
gence, intra-cytoplasmic morphologically selected sperm injection (IMSI), motile sperm
organelle morphology examination, DNA/chromatin integrity, hypo-osmotic swelling
test (HOST), Raman spectroscopy [20,35], and zona-binding sperm selection [25]. This is
because the use of microfluidic devices for sperm processing in the past decade has created
new opportunities for the field [36].
Microfluidics was adopted for ART purposes in the 2000s [37]. Ever since, it has
helped to improve ART results by facilitating different steps, such as embryo culture [38],
the trapping and characterization of human oocytes [38,39], in vitro fertilization (IVF) [38],
reduction of polyspermic penetration during IVF [40], removal of the zona pellucida from
mammalian embryos [41], removal of cumulus from mammalian zygotes [42], sperm
monitoring, and finally, sperm sorting [43–51].
Microfluidic-based sperm sorting is an important cell-sorting category that is emerging
very fast. In fertility studies, as well as infertility treatments, sperm sorting is a crucial step
in which viable, motile, and morphologically appropriate sperm cells should be separated
from the semen or washed sperm samples for fertilization [3,4,52]. Implementing these
steps in a microfluidic platform, as mentioned earlier, enables the completion of various
tests in a fast and low-cost fashion, with a lower amount of the target fluid needed and
using miniaturized or portable devices. This article reviews recent advancements in the
development of microfluidic devices for sperm sorting in three subsections: (i) passive
methods (geometry- and rheotaxis-based approaches, fluid flows); (ii) active methods
(acoustic waves, chemotaxis, and thermotaxis); (iii) point-of-care (POC) devices. The latter
is discussed in a separate section because of their importance in the diagnosis and treatment
of infertility and sperm analysis.
2. Microfluidic Sperm-Sorting Techniques
Microfluidic platforms for sperm sorting rely on either active or passive methods. In
active methods, external stimulators, such as the temperature of chemical gradients or an
active fluid flow, perform the sorting, while passive methods rely on the inherent behavior
and movement of sperms in the absence of any external stimuli. As part of the design
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considerations, a microfluidic sorter needs to be safe for sperms such that it will not alter
their specifications, such as motility, morphology, DNA integrity, and acrosome. This can
be achieved using channels and chambers with sperm-friendly size, length, shape, and
coatings. These features can be different in each study according to the specific application
and sorting strategy of the designed chip for sperm sorting [1,3]. Similarly, the employed
forces and stimuli, such as acoustic waves, chemicals, heat, and electric charges, should
not have any negative impact on the sperms, their activities, or the medium surrounding
them. Such safety concerns should be taken into consideration also regarding coloring dyes
and/or tracking tags used for sperm analysis and imaging purposes inside the microfluidic
devices [53–55]. On the other hand, as the passive methods are mainly based on the
macroscopic morphology and displacement of the sperms, they provide a safer and less
invasive sorting approach compared to the active methods. However, they are less capable
of benefiting from specific sperm behaviors/characteristics [56–58].
In the following section, the most popular active and passive approaches are discussed,
and finally, some innovative future directions are explained.
2.1. Passive Methods
Passive strategies that were developed for sorting high-quality sperms in microfluidic
platforms are summarized in Table 1.
2.1.1. Geometry and Chip Design
Imitating the natural path of sperms through the female reproductive tract is identified
as a promising strategy for selecting high-quality sperms. The oviduct and uterotubal
junction are the main regions involved in sperm selection [59]. Thus, many researchers
have grasped the importance of mimicking these folded regions by introducing various
microfluidic chip designs with decorated channels and micro-confined geometries to
passively select high-quality sperms [31,57,60]. Moreover, some studies have revealed
fluid shears in a well-organized fluid flow, where specific hydrodynamic interactions take
place, to be essential for external fertilization. Therefore, the following specific designs
in the microfluidic chips can help with an appropriate simulation of mechanical fluid
and hydrodynamic interaction through the external fertilization process [61]. Moreover,
the use of such passive selection strategies can help to eliminate harmful centrifugation
steps, reduce sorting time, and prevent DNA fragmentation and reactive oxygen species
(ROS) formation.
In this regard, a micro-pillar chip was designed based on the filtering characteristics
of the female reproductive tract for the noninvasive sorting of high-quality sperms [62]
(Figure 1A). The results revealed that adopting simple periodic arrays or trapping and
isolation (SPARTAN) in the microfluidic channels significantly enhanced the morphology,
nuclear maturity, and DNA integrity of the sorted sperms. Using this technique, over 99%
of the motile sperms were selected in ten minutes, showing that this novel device could
provide a rapid one-step self-sorting strategy without any need for the time-consuming
preparation steps, such as semen washing and centrifuging.
Passive microfluidics was also used for good quality sperm sorting in zebrafish.
This is because many studies have highlighted that the sperms of some marine animals,
such as zebrafish, do not follow physical and chemical stimuli, such as temperature
gradients, specific chemical concentrations, or rheotaxic behaviors, to reach the eggs [63].
As illustrated in Figure 1B, geometrical micro-confinements inside the microfluidic channels
of a baffle-based system produced flow-induced shear forces. The generated velocity shear
gradients caused lateral migration of the activated zebrafish sperms toward the stagnation
for progressive motile sperm retrieval [64]. Using this technique, a 44% improvement in
sperm-retrieval efficiency was reported. Furthermore, 80% of the total sperm population
migrated to the retention zone when the fluid rate was optimized to 0.7 µL/min. This
shows that the migration behavior of sperms is highly affected by the hydrodynamic profile
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of the flow through the microchannels. This method has the potential to be further adopted
for the passive collection of the progressive motile sperms in mammalian species.
Apart from the flow profile, implementing specific geometries in the sperm migration
passage that were inspired by the natural sperm sorting process for both internal and exter-
nal fertilization in mammalian and marine animals may provide low-cost and noninvasive
solutions for selecting high-quality sperms based on their motility behavior. For example,
a butterfly-shaped stricture in which the width of the channel varied between 40 µm and
300 µm to mimic the anatomy of junctions in the female reproductive tract was fabricated
and tested (Figure 1C). This specific channel geometry simulated a natural sperm-sorting
process based on the motility behavior of sperms and revealed the sperm locomotion in the
channels, as well as their motility-based competition. It was also shown that the gate-like
strictures had a significant effect on sorting the sperms based on their motility behavior.
This is because highly motile sperms, unlike non-motile and slower sperms, swim close to
each other and accumulate near the strictures because of their tendency toward walls and
solid boundaries. Then, depending on the flow feature and the shear rate at the strictures,
those sperms that are slower than the velocity threshold accumulate in front of the stricture
and fail to swim to the fertilization site. However, the highly progressive motile sperms
swim to the fertilization site, where the motility-based competition occurs [65].
2.1.2. Rheotaxis
Oviductal fluid secretion from the female reproductive tract plays a key role in guiding
sperms toward the egg, influencing the fertilization rate through affecting the viscosity
gradient and flow [31,66]. In this regard, rheotaxis acts as the key mechanism responsible
for directing sperms toward the oocyte against the fluid flow [67]. It offers advantages, such
as a longer exposure time to various stimuli during the sperm migration path compared to
other mechanisms, such as chemotaxis and thermotaxis [68].
Several microfluidic devices with various microchip designs have thus enabled sperm
sorting based on sperm rheotactic behavior and upstream swimming of sperms in a
fluid flow [69]. Mimicking the fluid flow conditions of the female reproductive tract in
such microfluidic devices through precise control of the flow rate in the microchannels
is considered a promising strategy to select high-quality and progressive motile sperms.
In this regard, a high-throughput sperm-sorting device was developed by embedding
corrals inside a microchannel to trap and isolate normal and progressive motile sperms
(Figure 1D) [70]. In this tool, the sperm movement was simulated for different flow rates
by means of the finite element method (FEM) and adopting appropriate seminal injection
rates through the microfluidic device to investigate how they can trigger the rheotactic
behavior of the sperms in the vicinity of corrals. The results showed that progressive motile
sperms with velocities of 51–82 µm/s in human samples and 48–93 µm/s in bovine seminal
samples were isolated within the corrals. Moreover, adding the corral-shaped structures in
the sperm retainer enhanced the residence time of motile sperms from 12 s to 45 min. Thus,
this passive device provided a noninvasive approach for the effective separation of motile
sperms based on their rheotactic behavior and injection flow rate.
In another attempt, an automated microfluidic device was developed that utilized
gravity for passive liquid feeding to create a fluid flow without any need for an additional
pump [71]. In this device, the rheotaxis mechanism was a promising strategy for sorting the
motile sperms by inducing their upstream swimming tendencies (Figure 1E). The sorting
process started with automated semen injection. Suctioning of the sorted motile sperms,
which highly affects the efficiency of the system, was performed using a motor-derived
cam pipette controller mounted on the top of the device. The performance was optimized
by altering the suctioning delay time based on the motility factors, such as mean velocity,
motility percentage, and motile sperm rate, in sorted canine seminal samples. The highest
efficiency was reported after an 80 s delay following semen injection; this is quick since the
conventional methods require about 1 h to select the motile sperms.
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A diffuser-type microfluidic device is another example that was fabricated based on
an initial numerical simulation and rheotaxis of sperms [72]. The device benefited from a
novel image processer that analyzed the video of the samples without any need for sperm
pretreatment with fluorescent dyes. As Figure 1F illustrates, by increasing the width of the
diffuser-type channel, the fluid velocity gradually decreased. Hence, the rheotactic behavior
of the sperms was initiated at the diffuser region, where they had the slowest velocity
(zone C). Furthermore, the majority of the progressive canine motile sperms migrated to
zone A, while the others remained in zones B and C. The findings revealed that a double
wash with the Dulbecco’s phosphate-buffered saline (DPBS) could help with separating the
irrelevant components from the sorted motile sperms, significantly increasing the motility
percentage and motile sperm rate to 82.24% and 53.10%, respectively. Furthermore, in
comparison with conventional sorting strategies, this novel microfluidic device had a high
sorting throughput of up to 8.6 × 105 sperms/min.
These examples of passive microfluidic devices show that taking advantage of the
movement direction and orientation of sperms in a liquid flow [67], along with mimicking
the microenvironment of the female reproductive tract, such as embedding ciliated and
secretory cells [73] in microdevices, could help with the efficient sorting of high-quality
motile sperms, thereby leading to a higher fertilization rate. Additionally, these tools can
also help to eliminate the drawbacks of conventional motile-sperm-separation strategies,
such as DNA fragmentation and ROS formation, because harmful centrifuging steps can
be omitted in automated and passive microfluidic-based techniques [70].
2.1.3. Fluid Flows
The hydrostatic pressure and capillary forces can help to generate the required liquid
flow in the microchannels for the active and noninvasive separation of motile sperms based
on their ability to swim across the laminar flow streamlines. This approach mimics the
natural behavior of the spermatozoa in the female reproductive tract after passing through
various fluids with different dynamics and breaking several boundaries to successfully
fertilize an oocyte [66,73]. Thus, focusing on these characteristics has motivated many
researchers to enhance ART by increasing the sorting throughput of highly motile and
functional sperms [56].
In the natural conception process, progressive motile sperms advance toward the
oocyte by freely swimming through different fluid flows in the viscous female reproductive
tract [74]. Considering the capability of motile sperms to cross laminar streamlines, various
microfluidic devices used capillary forces and hydrostatic pressure as external forces to
actively isolate highly motile sperms from other cells and irrelevant particles in a seminal
sample [75]. In other words, the variations in the fluidic environment are considered as
flow boundaries for non-motile and abnormal sperms [73]. Therefore, by imitating these
features in a microfluidic environment, the risk of sperms being damaged is reduced and
high-quality and motile sperms can be separated based on their motility rate.
As the first example, in a microfluidic chip, three different parallel flows were utilized
in a microfluidic chip to sort motile sperms, leading to a higher sperm activity of 95.7%
compared with the controls (87.2%) [76]. As shown in Figure 2A, the motile sperms from
the upper and lower inlets crossed the laminar streamline and were restored in the col-
lection reservoir. The results indicated that lower seminal flow rates (within the range of
50–100 µm/s) were associated with a more efficient sorting process due to an increased
swimming time in the main channel, and thus more motile sperms found the opportunity
to migrate toward the media flow.
Another functional diffuser-type microfluidic sperm sorter (DMSS) was able to sort
progressively motile and high-DNA-integrity spermatozoa (Figure 2B) [77]. The specific
geometry of the microchannels in this device allowed for the cross transport of spermatozoa
through the laminar streamlines. This tool also revealed that functional sperms could be
characterized based on their sinusoidal trajectory patterns, which results in a higher fertility
potential compared with the linear and non-sinusoidal ones. Hence, the motility pattern
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and associated kinetics play a crucial role in identifying the most competent sperms. In
addition, when using this tool, a significant improvement in DNA integrity (95%) and
lower DNA fragmentation to 18.4–21.9% was noted.
Table 1. Summary of passive strategies applied in microfluidic chips.
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Figure 1. Passive microfluidic chips for sperm sorting. (A) Micro-pillar arrays imitate the filter-like characteristics of the
female reproductive tract [62]. (B) Geometrical micro-confinement in the side channels of the microfluidic device guides the
activated sperms toward the stagnation zone [64]. (C) The stricture inside the microfluidic channel mimics the variable width
of the junctions within the female reproductive tract [65]. (D) Embedded corral-shaped structures inside the microchannel
that isolate normal and progressive motile sperms from a seminal sample [70]. (E) Automated sperm pipetting activated
using a motor-derived cam based on the rheotactic behavior of sperms in fluid flow prepared by means of the gravity force
to separate progressive motile sperms [71]. (F) A diffuser-type microfluidic sperm sorter (DMSS) works based on the sperms’
ability to break the laminar flow streamline: (a) sorting medium (chamber A), semen seeding (chamber B), and motile sperms
reservoir (chamber C); (b) the specific geometry of the chip manipulates the fluid dynamics inside the channels [77]. Figures
reprinted with permissions.
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2.2. Active Methods
Recent active strategies that have been applied in microfluidic devices to sort the
high-quality and progressive motile sperms are summarized in Table 2.
2.2.1. Acoustic Waves
The incorporation of acoustic fields within the microfluidic devices has created an
enabling platform for the high-throughput sorting of motile and functional sperms. The
low energy intensity of an acoustic field inhibits or minimizes possible damage to DNA
and the cell membrane while establishing precise control over the isolation of sperms with
desired characteristics. Sperm sorting using acoustic waves can be modulated based on the
sperms’ sizes and motility patterns [78].
Acoustic waves employed in the microfluidic chips can be classified into (1) bulk
acoustic (BAW) and (2) surface acoustic (SAW) waves [79]. In BAW, the compressional
waves are generated within a piezoelectric material located close to the microchannel in
a way that matches the resonant frequency of the fluid inside the microchannel, forming
acoustic waves in the bulk fluid. SAW, on the other hand, are generated using a series of
interdigitated transducers over a flat surface. In this way, the acoustic waves are propagated
inside and on the surface of the piezoelectric transducers, thereby avoiding the need for
fluid resonance excitation [80,81].
In this regard, surface acoustic waves were used to isolate high-DNA-integrity and
morphologically normal bull’s sperms based on their size and degree of motility in a
continuous flow condition [78]. The isolation time was reduced to about 50 min with a
clinically efficient output of over 60,000 selected sperms per processing cycle. As shown in
Figure 2C, the acoustic field was applied on the seminal flow with a 30◦ angle to trap the
desired sperms and orient their swimming direction toward the lateral laminar buffer flow
for final collection. In comparison with the original sample, the isolated sperms had a high
vitality of 50%, along with high progressive motility of 60%. Moreover, they expressed
higher DNA integrity (over 38%), as well as a 64% increase in their swimming velocity.
Compared with SAW, BAW operates at a narrower range of sound wave frequencies
(from 0.1 to 10 MHz) [82]. This approach induces a lower energy transfer to the biologi-
cal samples and thus has attracted the attention of many researchers for purposes such
as isolating sperm cells from female DNA samples, particularly for criminal assault in-
vestigations [83]. This is why the number of sperm cells is low compared with female
DNA samples in the majority of the mock sexual assault samples. A novel polymeric
bead-assisted acoustic trapping strategy was used to collect sperms in 15 min using a
microfluidic platform [84]. In this technique, an acoustic node is formed due to the pressure
distribution created by the incoming and reflected sound wave resonation. The acoustic
node represents a zero-pressure region; hence, the biological particles or the cells are not
damaged in this trapping cavity. Figure 2D shows that adding polystyrene beads with
the same size as the sperms helps with the efficient aggregation of beads and sperms in
the trapping nodes, even when the number of sperms is scarce. This modification also
increased the efficiency of sperm isolation from 18 to 85%. It can therefore be concluded
that the acoustic separation strategy in a microfluidic device offers several benefits, such
as isolation of small amounts of intact sperms from a mixture of DNA and epithelial cells
in a very short timeframe. Moreover, the elimination of several washing and centrifuga-
tion steps, along with the physical separation of sperms from a vaginal swab, makes this
strategy a promising and precise method in sexual assault investigations.
2.2.2. Chemotaxis and Thermotaxis
Spermatozoa react to thermotaxis and chemotaxis signals in active strategies in order
to reach the oocyte at the fertilization site. In other words, chemotaxis and thermotaxis
are two major mechanisms that guide the capacitated and ready-to-fertilize spermatozoa
toward the oocyte in the fallopian tube at the time of ovulation [85–87]. Thermotaxis has
a higher influence on the sperm guidance process as it facilitates the sperm movement
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from a cold isthmic reservoir to the warm fertilization site at the end of the oviduct. While
this process includes a relatively long-distance migration of the sperms, chemotaxis con-
tributes to the final but short guidance path of the capacitated spermatozoa to fertilize
the egg. The concentration gradient of particular chemical substances at the proximate
vicinity of the oocyte and within the cumulus cells of the oocyte act as a chemoattractant.
Some of the confirmed chemoattractants in the follicular fluid include progesterone, atrial
natriuretic peptide (ANP), and acetylcholine (Ach), which attract the sperms at pico- and
nanomolar concentrations.
In recent years, microfluidic technologies have enabled precise control over the
chemoattractant and temperature gradient in various sperm-sorting studies [88,89]. They
not only help to imitate the natural ovulation process but also enable superior control over
the biochemical concentration and temperature gradient along the microchannels [86,87].
A flow-free microfluidic chip was designed, for instance, to investigate the effect of a
gradient in the concentration of progesterone as a chemoattractant in follicular fluid on
the sperm selection process [87]. The device was made of gelatin/agarose hybrid hydrogel
to enhance sperm viability. It was operated using a 1.0 µM progesterone concentration,
which is approximately similar to the concentration found in the vicinity of cumulous
cells (Figure 3A). The results indicated an enhanced sperm chemotactic ratio (1.41) for
samples exposed to the progesterone gradient compared with the controls (1.09). Thus, the
physiological concentration of progesterone was reported to have a significant influence
on spermatozoa. In another study, a chemotaxis-based microfluidic device was developed
using acetylcholine (Ach) as a putative chemoattractant and rat oviductal fluid, which is
also a mixture of various chemoattractants [90]. The device managed to establish a uniform
concentration gradient of chemical substrates in a stationary fluidic environment. Thus,
the competent sperms were selected based on their chemotactic behavior rather than rheo-
tactic and chemokinetic behaviors. Figure 3B shows the time-invariant linear concentration
profile ranging from 0 to 1 mol/m3 in the transverse channels. The results demonstrated
an approximately 20% improvement in the number of entered sperms with increasing Ach
concentration. However, no such significant improvement was noted in the absence of Ach
or in the presence of a uniform concentration of the chemoattractant. This is while about
8.5% of the rat sperm’s population showed a chemotactic behavior in an Ach-filled envi-
ronment in which the sperms migrated toward the higher gradient of the chemoattractant;
this rate was reported to be as low as 6.6% in the oviductal fluidic environment.
In another example, the effects of Ach concentration and temperature gradient on
high-quality mouse sperm sorting were investigated using an indium tin oxide (ITO)
microheater in a single microfluidic channel [91]. The combination of chemotaxis and
thermotaxis strategies resulted in a better isolation behavior and a more precise selection of
capacitated sperms. Figure 3C shows that the addition of the Ach solution to the outlet leads
to a chemical gradient along the channel. In this device, motile sperms were reported to
migrate to the outlet when the temperature gradient reached 0.154 ◦C/mm (the temperature
started at 35 ◦C in the inlet and reached 37 ◦C at the outlet).
Chemosensors 2021, 9, 126 10 of 18


























Figure 2. Active design of microfluidic chips for sperm sorting. (A) Schematic view of a SAW-based microfluidic sperm
sorting device: (a) lateral displacement of normal and motile sperms as the acoustic wave overcomes the viscous dragging
forces and (b) motile sperms respond to SAW and change their swimming path [78]. (B) Schematic view of a BAW-based
microfluidic sperm sorting device: (a) motile sperms from a high-concentrated sperm sample are trapped in the acoustic
node, (b) no trapping occurs in a low-concentration sperm sample, (c) proposed solution of polymeric beads (with similar
size to morphologically normal sperms) enhances the efficiency of sperm trapping in a low-concentration sperm sample [84].
(C) A flow-free microfluidic device to sort capacitated sperms based on their chemotaxis response to a progesterone
concentration gradient [87]. (D) A chemotaxis-based sperm sorting microfluidic device with constant acetylcholine (Ach)
and rat oviductal fluid concentration gradient in a stationary fluidic environment [90]. Figures reprinted with permissions.
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Table 2. Active strategies that were reported for sperm sorting.
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2.3. Point-of-Care (PoC) Microfluidic Devices for Sperm Sorting
More than 30 million men worldwide suffer from male infertility. Semen analysis
is identified as an important diagnostic strategy; however, the currently available meth-
ods are expensive, labor-intensive, and technician-dependent. In order to address such
issues, several innovative and advanced PoC devices have been developed by integrating
microfluidics, electronics, and smartphone-based technologies for rapid, fully automated,
and inexpensive semen analysis at the patients’ side [92,93]. Such PoC devices, similar to
others, can help to boost the diagnostic and treatment of infertility and sperm analysis.
Some of the examples of such devices are as follows.
Several paper-based microfluidic devices for sperm analysis are reported in the lit-
erature; however, they are not intended to be used for sperm sorting. For example, a
couple of MTT (3-(4,5-Dimethylthiazol-2-yl)-2,5-diphenyltetrazolium bromide)-based col-
orimetric paper assays using smartphone imaging were developed to assess total motile
sperm concentration at home [94–96]. Moreover, Nosrati and colleagues developed a novel
paper-based sperm chromatin integrity analysis, which measured DNA fragmentation and
packaging [97]. They used wax patterning on nitrocellulose paper to create two circular
reservoirs connected via a channel. As seen in Figure 3A, the sample channel created an
ion concentration polarization (ICP) separation by applying voltages in order to measure
the integrity of DNA in the prepared sperms (dilution and lysing). DNA integrity was mea-
sured based on the ratio of ssDNA to total DNA, as well as high-DNA-stainability markers.
This simple, fast, inexpensive, and portable device showed comparable performance to the
gold standard sperm chromatin structure assay.
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There are few microfluidics POC devices that perform sperm sorting along with sperm
analysis. One example is a disposable portable microfluidic device to measure the sperm
concentration and motility that changes a smartphone into a microscope (Figure 3B) [92].
The findings indicate that this smartphone-based platform is capable of detecting abnormal
semen in terms of low sperm concentration (<15 million sperms/mL) and low motility
(<40%) in fresh, unprocessed, and unwashed seminal samples with high accuracy of about
98% in a short time (<5 s).
Another smartphone-based semen-analyzing platform was developed for a com-
prehensive and fast semen analysis through measuring its viability, DNA integrity, and
maturity [93]. This super-fast (less than 1 min) platform benefits from an image processing
algorithm and has a low analysis cost of 5 USD. Although this platform was only tested in
laboratories, the developers are confident that with minor modifications, it can be used at
home or as a remote-controlled device.
In another smartphone-based sperm assay, a disposable microfluidic chip was devel-
oped to help sort and count motile sperms. The turnaround time of this passive sorting
chip was only 5 to 10 min and could display the results if connected to a smartphone. In
terms of performance, the chip had a good agreement with existing commercial total motile
sperm counters. The chip took advantage of a novel special design, which consisted of a
feedback channel, a single inlet, and no outlet. This significantly reduced the unwanted
evaporation of the media, preventing additional fluid flow in the chip [98].
Recently, a portable sperm cell purification chip was developed based on continuous
flow acoustophoretic separation of sperm cells [99]. The portable device was designed
to be used in crime scenes to separate sperms from the original forensic sample mixtures
and identify the suspect. The continuous flow two-step acoustic cell separation strategy
was applied in the device to separate the sperms from epithelial cells and to remove the
contaminants and debris without any need for a cell lysis buffer. Figure 3C displays the
chip design and its working mechanism while showing the acoustofluidic transducer
at the bottom. Such a portable, automated, fast, efficient, and inexpensive test showed
comparable performance to that of conventional laboratory analysis techniques on forensic
samples. The main advantages were the recovery rate of sperm cells of about 88 percent,
the purity of 96 percent, and the turnaround time of 35 min for a 100 µL sample. It can also
be integrated with downstream genetic analysis modules, which is an important feature
for forensic applications.
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Figure 3. (A) Paper-based sperm DNA integrity assay (measures DNA fragmentation and packaging) using a visual
colorimetric detection method and an ion concentration polarization (ICP) separation technique [97]. (B) A disposable
microfluidic device that can be inserted into a smartphone-based platform to analyze seminal samples for point-of-care male
infertility diagnostics [92]. (C) (a) Chip scheme and (b) working mechanism of the novel portable sperm cell purification
assay based on continuous flow acoustophoretic separation of sperm cells from epithelial cells and debris at a sexual assault
crime scene [99]. Figures reprinted with permissions.
3. Conclusions and Future Directions
Microfluidic-based devices have shown promising results for sorting spermatozoa
using various on-chip mechanical and chemical stimuli. Applying fluid mechanics features
at the microscale to manipulate the efficient movement of only motile sperms is the core of
such approaches. Both stimuli- and non-stimuli- (mechanical) based methods have their
advantages and disadvantages. This is why the stimuli should be selected in a way that
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would not harm the sperms. These conditions are well explained in the literature and
therefore should be used as a guideline in selecting the stimuli. Moreover, active-based
sorters need a module to apply the stimulant. This makes the design more complicated
due to the complex high-aspect-ratio geometry in the microstructures with micropillars or
microwalls that affect the size, price, and portability of the device. Those devices relying
on chemotaxis and thermotaxis, especially, need reservoirs for the reagents and special
training to use them. Passive methods, on the other hand, are less complicated in this
regard but, at the same time, not as efficient as active methods and therefore have limited
potential applications for sperm sorting. Most PoC devices are designed to benefit from a
phone camera as an imaging system to facilitate the design. Therefore, taking all these into
account, the final decision on which technique to use should be determined based on the
application and considering the circumstance.
Considering the above-mentioned promising results, such labs-on-chips are expected
to soon become more commonly used in infertility treatment centers around the world.
However, they are expected to evolve in two main aspects. One is the application of more
complex flow manipulation strategies through implementing two or more sorting systems
in order to improve the quality and specificity of the process. This can be achieved, for
instance, through the simultaneous application of acoustic waves and chemical attraction
methods. Such chips would require a precise design to avoid any possible damage to
the sperm. However, such modifications might increase the overall cost of the tool but
would allow for improving the sorting efficacy. Exploring new stimulants, such as electrical
stimulants, and the use of nanoparticles are other options.
An ideal such lab-on-a-chip should be capable of efficient sorting, along with real-time
monitoring and quality control of the IVF steps in an automated manner. The need for
automation and serial sample manipulation while reducing the number of preparation steps
and the cost is therefore another aspect to be addressed in the future. Such improvements
can be achieved through combining the sorting, oocyte culturing, and conception steps
all in a single or interconnected chip. On-chip flow manipulations can be controlled using
programmable on-chip micropumps and microvalves [100,101]. In addition, artificial
intelligence and machine learning [102] have a high potential to be used in such chips or
for analysis purposes.
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